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Analytical Performances of Methods for Measuring Urinary Cd 

Cd was measured in urine by means of inductively coupled argon plasma mass spectrometry 

(ICP-MS) with an Agilent 7500 instrument (Agilent Technologies. Santa Clara, California, 

USA). Using this ISO15189 certified method, the laboratory has obtained successful proficiency 

results in external quality assessment schemes with certificates awarded by the Institute for 

Occupational, Environmental and Social Medicine of the University of Erlangen, Germany (G-

EQUAS program) for both occupational and environmental levels during the period of urine 

analyses (2001-2012) and high performances achieved in the PCI and QMEQAS program 

organized by the Institut National de Santé Publique, Québec, with z’-score regularly comprised 

between -1.00 and +1.00. Certificates from G-EQUAS program are available from 1997 until 

2013. For instance, results obtained with the G-EQUAS 49/2012 certified controls were as 

follows: for parameter 74A, our result: 0.30 µg/L, target: 0.30 µg/L, tolerance range 0.18-0.42 

µg/L and for parameter 74B, our result: 0.78 µg/L, target: 0.81 µg/L, tolerance range 0.60-1.02 

µg/L. Results from the QMEQAS 2012-03 round demonstrated that our analyses by ICP-MS 

were unaffected by the interference from molybdenum (Mo) (Akerstrom et al. 2013, Jarrett et al. 

2008). In an urine sample containing about 78 µg/L of Mo (about the 80th percentile of values in 

the general population of Belgium), the quantification of Cd at a concentration of about 1 µg/L 

(9.49 nmol/L) was associated with a z’-score of about -0.40, indicating again the absence of 

overestimation. Similar performances were achieved for previous years for both G-EQUAS and 

QMEQAS programs. Results of quality control programmes met the external acceptability 

criteria and also demonstrated the analyrical proficiency of the U-Cd determation (Claeys et al. 

1992). 
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Figure S1: Linear association between U-Cd (µg/g creatinine) and age in the two different 

studies performed among Belgian adult nonsmokers in 1985-1989 (N=331) and 2001-2002 

(N=146). 
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Figure S2 

 
Figure S2: Associations between urinary biomarkers levels and age according to the gender in the nonsmoking population. Data were fitted using 

natural cubic splines using 4 knots (at percentiles 20th, 40th, 60th and 80th) for U-RBP and 3 knots (at percentiles 25th, 50th and 75h) for U-Alb and U-

Creat. The solid lines represent mean U-Cd concentrations in women (light blue, n=494) and men (blue, n=346), respectively. 
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